[Experiences in clinical application of an automated calculation system that determines the optimum intracavitary irradiation condition in the treatment of carcinomas of the uterine cervix].
An automated calculation system that determines the optimum intracavitary irradiation condition for treating carcinomas of the uterine cervix has been developed on the basis of the Manchester system. Using Vax-11 computer, the system has been successfully applied in treating 105 patients since December, 1984. Trouble with the system almost occurred during its use in the first year of its clinical application. One problem related to the method of calculation, which was quickly settled, and the other was mainly a human error. The calculation system has proven especially useful for radiotherapists.